Mass spectrometric analysis of carbon monoxide-nitrogen mixtures.
A method for the analysis of gas mixtures containing both carbon monoxide and nitrogen, by using a single-focussing mass spectrometer, is described. It involves measurement of the mass spectrum of a gas sample before and after conversion of the carbon monoxide present into carbon dioxide by means of the Schütze catalyst.